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Utilization of Image Intensiﬁers in Astronomy
S. V´ıtek, K. Fliegel, P. Pa´ta, P. Koten
Abstract
In this paper we present the properties of image intensiﬁers, used together with fast TV cameras for astronomical
purposes within the MAIA project(Meteor Automatic Imager and Analyser, primarily focused on observing meteoric
events with high time resolution). The main objective of our paper is to evaluate the suitability of these devices for
astronomical purposes in terms of noise, temporal and spectral analysis.
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1 Introduction
An interesting technique (that has became relatively
inexpensive in recent years) for increasing the time
resolution of any astronomical instrument is the use
of a modern CCD camera with a fast framerate of 50
or more frames per second. This type of system has a
signiﬁcant deﬁciency in terms of reduced sensitivity;
the solution may to use an image intensiﬁer. This
paper describes our experience with a device of this
kind.
The MAIA astronomical instrument [2] uses a
second generation Mullard XX1332 image intensiﬁer.
The tube assembly of this 50/40mm inverter (typical
gain 30 000 to 60 000 lm/lm, resolution 30 lp/mm) is
designed to be incorporated in night vision devices,
in particular in tank driving periscopes. This leads
to some properties which signiﬁcantly deﬁne the lim-
its and the possibilities of using a device of this kind
in astronomy.
2 Electrooptical
characteristics
The instrument is equipped with an input aperture
lens (Pentax SMC FA 1.4/50 mm) and an inner cam-
era lens (Pentax H1214-M 1.4/12 mm) [4]. The spec-
tral transparency of the two lenses (input and cam-
era), the spectral sensitivity of the image intensiﬁer,
the spectral sensitivity of the camera, the spectrum
of the light at the output of the image intensiﬁer, the
spatial resolution of the input lens and the image in-
tensiﬁer, and also the spatial resolution of the whole
system are among the most important parameters
tested and presented in this paper.
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Fig. 1: The normalized gain of the system (measured at 650 nm) describes the automatic gain control as a nonlinearity
in the image intensiﬁer (a), the overall MTF of the system, including the camera (solid line) and the partial MTF of the
image intensiﬁer with the lens (dashed line) (b)
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Fig. 2: Relative spectral response of the camera with (or without) a lens, and the relative power of the light at the
output screen of the image intensiﬁer (a), relative overall spectral sensitivity of the system for diﬀerent digital levels B
in the output image (B = 1 white, B = 0 black) (b)
Fig. 3: Temporal changes in stellar object ﬂux
2.1 Spectral response
The spectral response was measured independently
for all parts of the system [3]. The experimental setup
consisted of the LOT-Oriel collimated halogen light
source, the LOT-Oriel Omni 150 computer controlled
monochromator, the expander to get even illumina-
tion of the image sensor, and the Avantes AvaSpec-
3648 ﬁber optic spectrometer. The measurement re-
sults are shown in Figure 2.
2.2 Spatial resolution
The MTF was measured using a test chart accord-
ing to ISO 12233. This chart can be used to eval-
uate MTF with two diﬀerent approaches, utilizing a
slanted edge (an approx. 5◦ slightly slanted black
bar used to measure the horizontal or vertical spa-
tial frequency response), or a line square wave sweep
with the spatial frequency range 100–1000 LW/PH
(line widths per picture height). In our case, slanted
edges were used to determine the spatial frequency
response — see Figure 1(b).
3 Noise performance
The noise analysis based on the acquisition of test-
ing video sequences in various light conditions is de-
scribed in [5]. We choose the Generalized Laplacian
Model (GLM) for heavy-tailed noise.
4 Temporal analysis
Figure 3 shows the temporal changes in stellar object
ﬂux over 100 frames of videosequence. The changes
are mainly due to the automatic gain control. This
fact puts greater demands on image calibration. We
have proposed adaptive ﬂat-ﬁelding for any light con-
ditions.
5 Conslusions
The biggest disadvantage of the image intensiﬁer de-
scribed here is the built-in automatic gain control. As
is shown Figure 1(a), the gain decreases rapidly with
increasing input power, i.e. if any bright stellar ob-
ject appears in the ﬁeld of view. However the image
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intensiﬁer is not a bottleneck of the MAIA device —
all measured parameters of an image intensiﬁer are
far better than the parameters of the CCD camera
used for the project.
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